Fundus laser coagulation using a video system of scanning laser ophthalmoscope.
We modified a scanning laser ophthalmoscope for simultaneous photocoagulation of the retina and video recording. Using a diode laser (810 nm wavelength), we produced fundus lesions that scarred within 14 days.